Development of a microfluidic immobilised enzyme reactor.
A microfluidic immobilised enzyme reactor consisting of a catalytically functionalised microstructure fabricated from silicone rubber material was used for steady-state kinetic characterisation of a thermophilic beta-glycosidase under pressure-driven flow conditions and continuous conversion of lactose by this enzyme at 80 degrees C.